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1.  INTRODUCTION 

- The  purpose  of  this  report  is  to  demonstrate  a  technique 

to  generate  high  level,  focused  ultrasound  by  laser  excitation 
of  a  material.  The  application  is  for  ultrasonic  nondestruc¬ 
tive  testing  of  components  and  possibly  structures. 


The  principle  is  that  the  laser  energy  is  absorbed  by  a 
material  and  heats  it,  and  the  resulting  thermal  expansion  gen¬ 
erates  a  pressure  wave  in  the  material.  - — - -  ' — — .... 

Previous  work  has  been  conducted  (von  Gutfeld  1980)  on 
this  technique  and  the  resulting  sound  wave  which  was  generated 
was  very  weak.  This  report  will  demonstrate  a  great  enhance¬ 
ment  of  the  mechanism  by  coating  the  test  specimen  with  a  tar¬ 
get  material.  The  target  absorbs  the  laser  radiation  over  a 
greater  depth  than  the  test  specimen,  typically  a  metal,  and 
this  both  increases  the  efficiency  of  transduction  of  the  laser 
energy  into  sound  and  also  prevents  surface  damage. 


The  second  phase  of  the  project  is  to  direct  and  intensify 
the  sound  by  means  of  focusing.  A  holographic  lens  is  used  to 
achieve  this  focusing.  This  lens  comprises  an  etched  metal  zone 
plate  which  shades  the  incident  laser  beam  and  focuses  the  sound. 
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2.  EMPIRICAL  MECHANISMS 
2.1  Introduction 

The  use  of  lasers  to  induce  high-pressure  pulses  in  a  solid 
has  been  proposed  for  many  years.  The  applications  have  pri¬ 
marily  been  in  studying  laser  damage  and  for  laser  weapons.  In 
the  current  application  we  wish  to  avoid  such  laser  damage.  This 
is  achieved  either  by  reducing  the  laser  power  levels  or  by  ap¬ 
plying  a  protective  coating. 

The  basic  mechanism  for  the  generation  of  sound,  which  we 
shall  discuss  here,  is  thermo-elastic.  The  laser  heats  the  sur¬ 
face  of  the  material  and  causes  it  to  expand.  This  in  turn  causes 
a  stress  in  the  material  which  then  propagates  as  stress  waves. 

In  order  to  achieve  sufficiently  high  resolution  for  NDT,  we  re¬ 
quire  very  short  pulses,  less  than  50  nsecs.  In  order  to  achieve 
power  in  excess  of  10  M  watts  in  the  short  pulse  duration,  we 
need  a  ’Q’  switch  Neodymium  or  ruby  laser  or  a  carbon  dioxide 
TEA  (Transverse  Electric  Atmospheric)  laser.  The  first  two 
operate  In  the  visible  or  near  infrared  and  the  last  In  the  mid 
Infrared.  The  TEA  laser  gives  the  most  power  per  dollar  and  op¬ 
erates  at  a  wavelength  where  many  materials,  including  water, 
are  good  absorbers. 

Previous  work  on  the  use  of  thermoelastic  waves  for  nonde¬ 
structive  testing  was  carried  out  by  von  Gutfeld  (1980).  He 
conducted  experiments  on  flaw  detection  using  a  relatively  low- 
power  nitrogen  laser  with  a  peak  power  of  100  watts  and  a  dura¬ 
tion  of  10  nsec.  This  was  focused  on  the  area  of  about  10"“ 
cm2  to  give  peak  power  of  10s  watts/cm2.  The  total  energy  In 
each  pulse  was  only  10”*  Joules,  and  much  of  the  acoustic  energy 
was  above  the  bandwidth  of  the  10-MHz  transducer.  However,  in 
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spite  of  his  low  energy,  von  Gutfeld  was  able  to  identify  flaws 
in  test  specimens.  In  later  experiments  he  used  a  frequency 
doubled  1 Q’  switched  laser  with  a  peak  power  of  6  KW,  an  energy 
of  0.2  millijoules  and  a  wavelength  of  0.532  ym.  The  laser  was 
frequency  doubled  from  1.06  to  0.532  ym  since  more  efficient  ab¬ 
sorption  of  the  laser  took  place  at  the  latter  wavelength.  Von 
Gutfeld  focused  the  laser  to  a  1-mm  diameter  spot  to  give  a 
power  density  of  10 6  W/cm2.  The  acoustic  power  levels  achieved 
by  von  Gutfeld  were  still  very  low,  about  10“6  watts.  He  we 
shall  be  looking  at  techniques  to  greatly  enhance  the  efficiency 
of  the  transduction  process. 

2.2  Sound  Generation  by  Lasers 

A  very  high-power  laser  pulse,  of  the  order  of  15  megawatts, 
is  fired  at  a  surface  and  a  pressure  pulse  is  generated.  There 
are  several  mechanisms  for  generating  the  pressure  pulse  and 
these  are  discussed  below.  They  are,  in  order  of  increasing 
efficiency, 

1)  Radiation  pressure 

2)  Ablation 

3)  Thermo-elastic 

2.3  Radiation  Pressure 

When  any  electromagnetic  wave  strikes  a  surface,  there  is 
pressure  due  to  the  momentum  of  the  wave.  This  pressure  p  is 
given  by 


P  -  =■  (1+R)  , 


.V.v 
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where  W  =  power  density  of  the  laser  pulse,  c  *  speed  of  light 
and  R  *  reflectivity  of  the  surface.  For  a  power  density  of 
107  watts/cm2  (1011  watts/m2)  c  =  3  x  108  m/sec,  and  R  =  0.9, 
then 

p  a  633  N/m2 . 

The  radiated  acoustic  power  S  is 

s  «  , 

pv  * 

where  K  «  radiation  efficiency,  A  *  area  of  illuminated  area, 
and  pv  =  acoustic  impedance  of  medium.  At  high  frequencies 
(above  1  MHz),  K  %  1,  A  *  5  x  10“4m2  and  pv  = 14  *  106  rayl  for 
aluminum. 

Hence,  S  *  14  x  10“6  watts. 

The  efficiency  -  A.  »  JL  iL  (i+R)2 

WA  PV  2 
C 

-  3  x  10“13. 

The  efficiency  of  radiation  pressure  is  extremely  low.  It  is  a 
function  of  the  laser  power  density  W  but  this  cannot  be  in¬ 
creased  much  further  without  the  risk  of  surface  damage. 

2.4  Ablation 

Maccabee,  Bell,  and  Hickman  (1980a,  1980b)  have  proposed 

and  used  a  CO  TEA  laser  to  induce  sound  in  water.  The  laser 
2 

radiation,  with  a  wavelength  of  10.6  ym,  is  absorbed  in  a  very 
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thin  (1/2-mil)  layer  and  vaporizes  it.  The  steam  so  generated 
is  blasted  off  the  surface,  and  the  reaction  causes  a  pressure 
on  the  water  surface.  Very  high  localized  pressures  have  been 
achieved  in  this  manner.  In  addition,  work  on  laser  weapons 
has  been  looking  at  methods  for  generating  intense  shock  waves 
inside  structures  using  comparable  power  densities  to  those 
discussed  here.  The  model  in  this  case  is  that  some  of  the  metal 
surface  is  vaporized  and  driven  off  at  high  velocities,  again 
causing  high  reaction  pressures. 

This  technique  may  be  applicable  to  nondestructive  testing. 
For  example,  a  damp  tissue  might  be  laid  over  the  metal  surface 
and  the  water  vaporized.  The  induced  pressure 

p  s  v 

y  L  m  * 

where  L  »  latent  heat  of  vaporization  and  «  ejection  velocity, 
which  we  will  take  equal  to  sound  speed  in  steam.  For  water, 
these  are  2*10 6  joules/kg  and  420  m/sec  respectively.  Thus 


p  *  2.1  x  10' 


2  x  107  N/m2  for  W  »  lO^W/m2. 


The  sound  power 


_  2  W2V2 

KA  E-  »  KA  - - 

pV  L2pv 


and  efficiency  ■  ^ 


LWV2 

m 

L2pv 


3  x  10~4  for  W 


watts/m' 


The  efficiency  can  be  increased  even  further  by  placing  a  trans¬ 
parent  polyethylene  cover  over  the  steam  to  prevent  its  escape. 
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The  steam  then  acts  upon  the  inertia  of  the  cover,  increasing 
the  pressure  beneath.  This  will  ultimately  cause  the  cover  to 
be  "blown"  off  the  surface  or  else  retained  by  elastic  forces 
around  the  edge  of  the  cover.  This  happens  on  a  time  scale  long 
compared  with  the  laser  pulse. 

If  very  high  power  levels  (10 11  W/m2)  are  incident  upon  a 
contaminated  aluminum  surface,  the  absorption  length  can  be  ex¬ 
tremely  short  (10"7  m) .  Then  extremely  high  temperatures  are 
reached,  and  the  surface  layer  is  not  only  vaporized  but  even 
ionized.  The  plasma  continues  to  absorb  energy  and  Increase  Its 
velocity.  Velocities  of  the  order  of  10,000  m/sec  can  be  ob¬ 
tained.  This  Is  25  times  higher  than  for  the  steam  described 
above.  However,  the  energy  required  to  heat  the  plasma  Is  also 
very  much’ higher  than  for  steam.  Reilly,  Ballantine,  and 
Woodroffe  (1979)  have  modeled  this  mechanism,  and  they  predict 
pressures  of  about  10 7  N/m  for  this  mechanism  for  power  den¬ 
sities  of  10 11  W/m2.  This  is  very  comparable  to  the  steam  ab¬ 
lation  predictions.  The  amount  of  the  aluminum  removed  is  so 
small  (10-7  m  thick)  as  to  be  almost  invisible.  Thus,  although 
the  surface  is  damaged,  the  damage  is  small. 


P 
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2.5  Theory  of  Thermoelastic  Generation  of  Ultrasound 
2.5.1  Basic  mechanism 

A  laser  pulse  is  fired  at  an  absorbing  target.  The  energy 
is  absorbed  in  a  finite  depth  in  the  target.  This  causes  the 
surface  layer  to  heat  -up  and  expand.  This  causes  a  volume  change 
in  the  material  and  this  in  turn  generates  a  pressure  wave.  We 
shall  consider  the  situation  in  which  the  surface  area  illumina¬ 
ted  by  the  laser  is  large  compared  to  the  wavelengths  of  the 
sound  involved.  Thus  the  expansion  behaves  like  a  piston  and 
generates  a  plane  stress  wave.  We  will  ignore  the  shear  stresses 
involved  and  Just  consider  a  longitudinal  acoustic  wave.  An  ad¬ 
ditional  complication  arises  from  the  fact  that  the  absorption 
occurs  near  a  free  surface.  This  causes  a  much  weaker  wave  to 
be  generated  than  if  the  volume  change  had  occurred  deep  in  the 
medium.  There  are  two  ways  of  seeing  this.  The  first  is  that 
because  it  is  easier  for  the  volume  to  expand  in  the  direction 
of  the  free  surface  it  will  do  so  and  generate  less  pressure  in 
the  medium.  The  second  view  is  that  the  volume  expansion  gener¬ 
ates  waves  in  both  directions,  propagating  both  into  the  medium 
and  towards  the  surface.  On  meeting  the  surface,  this  latter 
wave  is  reflected  and  inverted.  This  inverted  wave  now  propa¬ 
gates  in  the  same  direction  as  the  original  wave.  If  the  two 
were  coincident  in  time,  they  would  cancel  completely  because 
the  second  wave  is  inverted  relative  to  the  first.  However  be¬ 
cause  the  inverted  wave  has  had  to  travel  to  the  surface  before 
it  was  reflected,  it  is  delayed  in  time  relative  to  the  original 
wave.  Hence  the  two  do  not  quite  cancel  and  the  strength  of  the 
resulting  wave  depends  on  how  far  below  the  surface  the  source 
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is.  Let  us  consider  a  laser  pulse  of  the  form 
W(t)  «  W5  (0 ) 

where  W(t)  is  the  time  history  of  the  laser  power  density  and  6(0) 
delta  function.  'Then  the  temperature  distribution  T(x)  below  the 
surface  at  a  depth  x  is 


T<x)  *  ~0exp(-8x) 


where 

8  *  absorption  coefficient 
a  *  specific  heat 
p  *  density  of  target. 

We  will  ignore  thermal  diffusion  since  events  take  place  too  rapid¬ 
ly  for  it  to  be  significant.  The  volume  velocity  at  depth  x  is 

u(x)  *  a/2  J T(x)dx 

where  a  *  thermal  expansion  coefficient  of  the  target  and  the  2  be¬ 
cause  expansion  takes  place  in  both  directions 


u(x) 


(l-exp(-Bx))  . 


Now  we  will  suppose  that  the  target  area  is  large  compared  with  an 
acoustic  wavelength  and  that  the  target  behaves  like  a  piston  with 
velocity  u.  A  plane  acoustic  wave  is  generated  and  the  pressure 
p(x)  is  given  by  (Kinsler  and  Prey  1962) 

p(x)  -  pc  u ( x ) 


-  ^  (l-exp(-Bx) )  . 

Now  the  pressure  from  a  plane  at  a  depth  x  will  reach  a  depth 
r  at  a  time  (r-x)/c  later.  The  pressure  to  reach  a  depth  r  at  a 
time  t,  originated  from  a  depth  r-ct .  Thus  the  direct  pressure 
wave  is 
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Pj(r,t)  ■  p(r-ct)  where  ct  «  r 
Sj-*'  (l-exp-B(r-ct)  . 

Now  the  pressure  emanating  from  the  depth  x  not  only  propagates 
forward  into  the  target,  but  also  back  to  the  surface.  Here  it 
.is  reflected  and  inverted.  This  arrives  at  a  time  (r+x)/c.  Con¬ 
versely  the  pressure  to  arrive  at  a  time  t  has  originated  from  a 
depth  ct-r  where  ct  »  r.  This  reflected  wave  is 

P  (r,t)  »  p(ct-r)  where  ct  »  r 
2 

m  ~  (l-exp-B'(ct-r ) )  . 

The  total  pressure  is 

P(r,t )  «  P  (r,t )  +  P  (r,t) 

1  2 

■  -  (exp-6(r-ct )-exp-B(ct-r) 

where  the  first  term  is  for  ct  <  r  and  the  second  for  ct  >  r. 

This  is  the  impulse  response  for  the  system.  The  waveform  looks 
like  that  in  Fig.  1  below.  The  duration  of  the  waveform  is  of 
the  order  2/Bc  where  6  *  absorption  coefficient  of  the  medium  and 
c  *  speed  of  sound. 


FIG.  1  Waveform  from  Straightforward  Absorption 
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This  is  the  impulse  response  of  the  process.  If  the  laser 
pulse  has  a  finite  duration,  then  the  impulse  response  is  "con¬ 
volved"  with  the  laser  pulse  waveform,  and  the  sharp  structure 
of  the  impulse  is  "smeared  out".  If  the  laser  pulse  is  much 
longer  than  l/8c  then  the  result  is  equivalent  to  differentiat¬ 
ing  the  laser  pulse  waveform. 

2.5.2  Transparent  cover 

If  a  transparent  cover  is  placed  over  the  absorber,  then 
it  has  the  effect  of  increasing  the  separation  between  the  two 
halves  of  the  waveform  as  in  Pig.  2  below. 


FIG.  2  Waveform  Due  to  Absorption  Below  a  Cover  of  Thickness  L 
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The  typical  duration  of  the  signal  with  this  configuration  is 
2/0c  +  2h/c  which  is  longer  than  the  uncovered  case.  Thus  the 
cover  increases  the  low  frequency  energy  of  the  signal. 

2.5.3  Examples 

Let  us  consider  firing  a  50  nsec  pulse  into  water.  Water 
is  a  very  strong  absorber  with  B  »  105  m“l.  Thus  the  impulse 
response  is  only  115  nsec  long  for  a  sound  speed  of  1,500  m/sec. 
When  we  convolve  a  15  nsec  bipolar  pulse  with  a  50  nsec  mono- 
polar  pulse,  the  result  is  small.  However,  let  us  suppose 

we  have  a  cover  80  pm  thick  with  a  sound  speed  of  1,000  m/sec. 
The  delay  then  is  160  nsec.  When  this  long  impulse  response 
is  convolved  with  a  50  nsec  pulse  then  there  is  little  diminu¬ 
tion  and  the  result  will  be  an  rNr  wave  as  shown  with  a  duration 
of  260  nsec  as  shown  in  Pig.  3 


FIG.  3  Waveform  for  a  50  nsec  CO  Laser  Pulse  Fired  Into  Water 
Through  a  2  mil  Window  2 
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The  peak  pressure  is 


where  W  ■  peak  power  density  of  laser  *  10 11  watts/m2,  a  » 
coefficient  of  thermal  expansion  of  water  *  10-V°C  and  a  * 
specific  heat  ■  4  *  103J/°C/kgm  and  c  *  speed  of  sound  «  1,500 
m/sec.  Thus  the  radiated  sound  pressure  is  10 6  N/m2  or  120 
bars . 


The  radiated  sound  power  *  p2S/pc  where  S  *  illuminated 
area  of  target 

Sound  power  ■  c— ■ S-  ■  W2 
4pa2 

Efficiency  =•  W  , 

4pa2 

Note  that  as  long  as  the  laser  pulse  is  shorter  than  1/Bc,  the 
absorption  coefficient  3  does  not  enter  into  the  calculation. 

For  many  dielectrics  and  plastics  8  *  10 “  m“l  and  c  *  10 3  m/sec. 
Thus  the  laser  pulse  must  last  less  than  100  nsec  for  the  model 
to  hold.  For  metals,  B  is  greater  than  2x10 5  m"1  and  c  »  5X103 
m/sec.  The  laser  pulse  must  then  be  less  than  1  nsec  for  the 
model  to  be  valid. 

If  the  laser  pulse  is  much  longer  than  1/Bc  then  the  effi¬ 
ciency  of  transduction  is  greatly  decreased  since  the  generated 
pressure  is  the  convolution  of  the  impulse  response,  derived 
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above,  and  the  laser  pulse  waveform.  This  tends  to  smear  out 
and  reduce  In  amplitude  the  generated  waveform.  The  result  may 
bethought  of  as  proportional  to 

W(t)  -  W(t+l/6c) 

where  W(t)  is  the  power  density  of  the  laser  at  time  t.  Thus 
the  resulting  pressure  is  a  function  of  the  change  in  power 
density  over  a  time  1/Sc  or  the  time  differential  of  the  laser 
power  density. 

2.6  Laser  Damage 

The  damage  done  by  the-  laser  beam  to  the  surface  it  is  im¬ 
pacting  is  determined  by  the  temperature  rise  produced  on  that 
surface.  Since  the  laser  pulse  is  so  brief,  there  is  no  time 
for  thermal  diffusion  to  take  place.  The  heat  is  then  absorbed 
within  the  optical  absorption  depth.  The  temperature  rise  AT 
is  given  by 

AT  -  (1-R)  exp(-Sx) 

where  WAt  «  laser  energy  density,  pc  ■  specific  heat  per  unit 
volume,  d  «  absorption  depth,  R  »  reflection  coefficient. 

For  an  energy  density  of  104  J/m2,  the  temperature  rise  is 
1000°C  for  aluminum  but  only  30°C  for  a  plastic,  since  the  ab¬ 
sorption  depth  is  much  larger. 

This  is  indeed  confirmed  by  experiments.  The  laser  was 
found  to  scorch  aluminum,  but  no  obvious  damage  occurred  in 
most  plastics. 
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3.  EXPERIMENTAL  EQUIPMENT 
3.1  Choice  of  Lasers 

For  these  ultrasonic  pressure  pulse  generation  studies  we 
require  a  laser  capable  of  generating  10  megawatts/cm2  over  an 
area  of  at  least  1  sq  cm  so  that  we  can  work  with  a  reasonably 
sized  zone  plate.  The  pulse  duration  must  be  less  than  50  nsec 
so  that  there  is  significant  energy  up  to  10  MHz.  There  are 
two  types  of  laser  which  qualify  for  this: 

(1)  ’Q*  switched  solid  state  (Neodymium  or  Ruby) 

(2)  Carbon  dioxide  TEA  laser. 

Three  lasers  of  the  first  type  are  listed  in  Table  1  and 
one  of  the  second.  Nd-glass  lasers  have  been  omitted,  since  the 
repetition  rate  of  once  per  minute  is  considered  to  be  far  too 
slow.  Nd-YAG  lasers  can  be  fired  much  more  rapidly  because  of 
their  superior  thermal  conductivity.  I-t  will  be  noted  that  the 
TEA  laser  not  only  gives  the  highest  output  energy  but  also  has 
the  lowest  cost.  It  also  operates  at  a  wavelength  where  many 
materials,  both  aqueous  and  organic,  have  very  high  absorption. 
Water,  for  example,  has  an  absorption  coefficient  of  1000  cm"1 
at  10.6  um  wavelength,  0.5  cm"1  at  1.06  ym  and  .001  cm"1 
at  .532  ym.  Thus  it  is  easy  to  vaporize  1/2  mil  of  water  in 
an  ablative  application.  Also  it  has  been  found  empirically 
(Avco  Research  Laboratories)  that  the  grimy  aluminum  surface 
typically  found  on  aircraft  structures  is  a  reasonable  absorber 
at  10.6  ym.  Indeed  this  is  the  wavelength  being  used  for  high 
energy  laser  weapons . 

Therefore  a  carbon  dioxide  TEA  laser  was  used  for  this 
program.  It  gives  the  most  power  for  the  dollar  and  operates  at 
a  wavelength  where  there  is  good  absorption,  particularly  in 
wate^r. 
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3.2  Acoustic  Apparatus 

The  acoustic  measurements  were  made  in  a  10  gallon  water 
tank,  with  a  target  for  the  laser  mounted  on  its  wall  (see  Fig. 
4).  The  C02  laser  was  fired  horizontally  at  the  side  of  the 
tank  without  any  beamforming  optics.  This  produced  an  illumi¬ 
nated  area  of  approximately  0.5  sq  cm.  Three  sides  of  the 
tank  were  glass  and  the  fourth  was  plexiglas  ,  3/32”  thick. 

The  target  was  either  directly  on  the  plexiglas  wall  or  in  a 
window  cut  in  this  wall,  see  Fig.  5. 

For  the  initial  measurements,  the  laser  control  aperture 
was  fully  open  so  that  the  laser  delivered  full  power  to  the 
target  which  was  only  150  mm  away.  The  laser  produced  a  multi¬ 
modal  beam  which  tended  to  vary  from  shot  to  shot.  Accordingly, 
for  later  measurements  the  aperture  was  reduced  somewhat  so  that 

only  the  TEM  laser  mode  was  produced.  This  gave  a  very  uni- 
0  0 

form  (gaussian)  intensity  distribution  on  the  target  when  it  was 
placed  1.5  meters  away.  The  beampattern  was  checked  using  ther¬ 
mally  sensitive  paper  (intended  for  a  thermal  printer)  which 
blackened  when  impacted  by  the  laser  beam. 

The  acoustic  pressure  in  the  water  tank  was  measured  with  a 
Panametrics  V312  immersion  transducer  with  a  10  MHz  bandwidth 
The  transducer  was  6  ram  in  diameter.  At  10  MHz  the  acoustic 
wavelength  is  0.15  mm,  giving  a  beamwidth  of  only  2°,  so  the 
transducer  had  to  be  aligned  very  carefully.  The  transducer 
was  held  in  a  nylon  chuck  on  the  end  of  an  aluminum  rod.  This 
rod  in  turn  was  mounted  in  an  X-Y  traverse  on  the  top  of  the 
10  gallon  tank.  By  maneuvering  the  transducer  on  this  three- 
dimensional  traverse,  the  acoustic  field  could  be  mapped. 


VERNIER  OPERATED 
X  •  Y  TRANSVERSE 
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TECTRONIX  SAMPLE 

465  SCOPE 


FIG.  5  Arrangement  of  Samples  for  Testing 
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The  transducer  was  calibrated  using  a  reciprocity  free 
field  method.  The  6  mm  diameter  transducer  was  mounted  6  mm 
in  front  of  a  large  reflecting  plane  and  pulsed.  The  magnitude 
of  the  reflection  was  measured,  together  with  the  drive  voltage. 
The  reciprocity  relation  for  a  plane  wave  transmitter  to  a 
plane  wave  receiver  was  used.  For  a  large  piston  transducer 
close  to  the  reflector,  the  sensitivity  in  volts  per  pascal  is 
given  by  (Beranek  1954): 

Re  if  a 2 
z 

e  pc 

l 

where : 

R  *  electrical  Impedance  of  transducer,  at  operating 
frequency 

e  »  voltage  input  to  the  transducer,  creating  acous¬ 
tic  field 

e2  «  voltage  output  from  transducer,  caused  by  acous¬ 
tic  field 

a  *  radius  of  transducer 

pc  *  characteristic  impedance  of  water  ■  1.5*10 6  rayls. 

In  this  method,  voltage  was  supplied  to  the  transducer,  creating 
a  sound  field.  The  sound  would  travel  out,  hit  the  reverberant 
tank  side  and  return  to  the  transducer  where  it  would  be  sensed 
and  an  output  voltage  obtained.  The  test  was  conducted  using  a 
Panametrics  transmitter/receiver.  It  supplied  a  100  volt  pulse 
to  the  transducer  then  received  the  output  and  transferred  it 
to  a  Tektronix  oscilloscope.  An  output  of  4.6  volts  was  re¬ 
corded  for  a  transducer  of  radius  3  mm  and  impedance  of  30  ohms. 
Using  the  above  equation,  this  corresponds  to  a  sensitivity  of 
-106  dB  re  lv/pascal  or  -126  dB  re  Iv/ybar.  This  Is  a  sensiti¬ 
vity  of  0.5  volts/bar. 


NADC-8 1067-60 


4.  TESTING,  PHASE  I 

The  first  phase  of  testing  was  to  determine  the  feasibility 
of  using  plastic  to  produce  measurable  acoustic  levels  in  the 
tank.  To  begin  with,  the  laser  was  fired  at  the  plexiglas  side 
of  the  tank.  When  the  transducer  was  positioned  so  as  to  maxi¬ 
mize  the  signal  a  two  volt  peak  to  peak  "N"  wave  with  a  dura¬ 
tion  of  500  nsec  was  produced  (see  Fig.  6).  This  corresponds 
to  a  peak  pressure  of  approximately  2  bars. 

The  test  was  conducted  with  the  laser  in  its  full  open  posi¬ 
tion,  about  6  inches  from  the  tank  surface.  In  this  case  it 
would  be  delivering  the  full  15  megawatts  over  a  surface  of 
about  10  by  20mmfor  a  power  density  of  1.25  x  1011  W/m  .  It 
is  worth  noting  that  at  this  power  density  the  surface  of  the 
plexiglas,  as  with  many  materials  tested,  displayed  no  surface 
damage . 

The  next  step  was  to  test  a  different  plastic,  Homolite  911. 
The  target  was  plated  on  the.  outside  of  the  plexiglas.  A  1/16 
inch  thick  piece  2  inches  square  was  coupled  to  the  plastic  side 
of  the  tank  by  means  of  petroleum  jelly.  The  laser,  under  the 
same  conditions  as  the  previous  test,  was  fired  at  the  plastic. 

It  produced  the  1.4  V  p-p  "N"  wave  shown  in  Fig.  7.  The  period 
is  about  450  nsec. 

In  order  to  determine  how  much  of  the  signal  was  coming 
from  thermoelastic  mechanisms  and  how  much,  if  any,  was  occur¬ 
ring  by  ablation,  the  911  sample  was  covered  with  Scotch  tape. 

The  tape  is  polyethylene  which  has  a  very  low  IR  absorption. 

If  ablation  occurred,  the  polyethylene  tape  would  over  the  dura¬ 
tion  of  the  laser  pulse  restrict  the  released  gas,  creating  more 
pressure  and  increasing  the  acoustic  signal.  In  this  case  the  out¬ 
put  decreased  to  about  .6  vp_p  and  the  period  was  the  same  at  450 
nsec.  This  is  shown  in  Fig.  8.  Therefore,  for  911,  surface  abla¬ 
tion  probably  does  not  exist. 
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FIG.  8  1/16"  011  on  Tank  With  Scotch  Tape 
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The  glass  was  also  tested  (see  Fig.  9).  It  produced  a 
.075  v  signal  at  about  150  nsec.  However,  due  to  its  high 

r  r 

absorption,  very  high  temperatures  are  reached  at  the  surface 
cf  the  glass.  Thus  after  about  50  shots,  the  glass  was  noticed 
to  have  severe  surface  etching. 

The  following  tests  were  conducted  on  various  materials  to 
determine  their  proficiency  of  transduction.  All  tests  were 
conducted  in  a  similar  manner  to  the  Homalite  911  test;  at  close 
range, the  full  open  laser  aperture,  and  with  similar  specimen 
thicknesses.  They  were  conducted  so  that  the  "best"  material 
could  be  determined  and  tested  further. 

PLEXIGLAS  (Fig.  10):  A  1/8  inch  thick  plexiglas  sample 

was  tested.  An  output  level  of  .225  v  _  and  a  duration  of 

p-p 

550  nsec  were  recorded. 

ACRYLITE  (Fig.  11):  A  1/8  inch  thick  sample  of  red  acry- 
lite  was  tested.  A  450  nsec,  .35  vp_p  signal  was  recorded. 

NYLON  (Fig.  12):  An  1/8  inch  thick  sample  of  white  nylon  was 
tested.  A  signal  of  .12  vp_p  and  only  3.1  usee  period  was  noted. 
The  waves  may  be  related  to  reverberation  within  the  material. 

POLYETHYLENE  (Fig.  13):  A  piece  of  10  mil  polyethylene 
sheet  was  placed  over  the  plastic  side  of  the  tank.  This  pro¬ 
duced  a  signal  of  .8v  at  800  nsec.  The  sheet  began  to  melt 
after  about  30  shots. 

PAPER  PHENOLIC  (Fig.  14):  A  1/16  inch  thick  piece  of 
paper  phenolic  was  tested  and  produced  a  .225  vp_p»  **75  nsec 
signal. 
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FIG.  13  PolyathylMw  Sample  on  Tank 
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FIG.  14  Papar  Phanolic  on  Tank 


NADC-8 1067-60 


POLYPROPYLENE  (Pig.  15):  A  1/32  inch  thick  piece  of  poly¬ 
propylene  was  tested.  It  produced  a  1  v  ,  1,400  nsec  signal. 

r  S' 

Gil  EPOXY  (Pig.  16):  A  Gil  sample  1/16  inch  thick  pro¬ 
duced  a  .175  v_  ,  240  nsec  signal.  During  testing,  darkening 
of  the  epoxy  filler  was  noticed,  probably  due  to  heating. 

DELRIN  (Fig.  17):  A  3/32  inch  thick  sample  of  Delrin  was 
tested.  It  produced  a  .4  v  ,  1750  nsec  signal.  However,  a 

m*  mT 

large  acoustic  signal  in  the  air  was  produced  due  to  surface 
ablation  and/or  extreme  out gassing.  A  very  loud  crack  and  a 
puff  of  smoke,  accompanied  by  flame,  was  noted.  Surface  damage 
in  the  form  of  indentations  was  observed. 

FABRIC  PHENOLIC  (Pig.  18) .  A  1/32  thick  sample  of  fabric 
phenolic  was  shown  to  produce  a  .3  v  ,  500  nsec  signal. 

G10  EPOXY  (Fig.  19):  A  G10  epoxy  sample,  1/8  inch  thick 
was  tested.  It  produced  a  signal  of  .09  v  and  270  nsec. 

r  r 

•  HIGH  DENSITY  POLYPROPYLENE  (Fig.  20).  A  3/16  sample  of 
High  Density  Polypropylene  was  tested.  It  produced  a  signal 
of  .35  v  and  2,000  nsec. 

f'  r 

KAPTON  (Pig.  21):  A  sheet  of  2  mil  Kaptan  was  tested.  It 
displayed  a  2  vp_p*  575  nsec  response. 

PVF2  (Fig.  22).  Pour  mil  PVF2  sheet  was  then  tested.  It 
produced  a  2.5  vp_p»  560  nsec  signal. 

METALLIZED  PVF2  (Fig.  23):  Thin  metallized  PVF2  film  was 
tested.  The  response  in  Pig.  20  Is  after  the  metal  is  ablated 
away.  This  signal  is  2.1  v_  _  at  600  nsec.  Before  the  metal 

p— p 

ablated  and  during  its  ablation,  the  signal  produced  was  lower. 
The  metallized  side  of  the  plastic  was  toward  the  laser. 


NADC-81 067-60 


TIME  {/it) 


FIG.  16  G11  Epoxy  Sample  on  Tank 
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FIG.  17.  Deirin  Sample  on  Tank 
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FIG'.  18  Fabric  Phenolic  on  Tank 
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FIG .  19  G10  Epoxy  Sample  on  Tank 
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FIG.  20  High  Density  Polypropylene  Sample  on  Tank 
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FIG.  21  4mil  Kapton  Sample  on  Tank 
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FIG.  22  PVF2  Sample  on  Tank 
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TISSUE  WITH  WATER  (Fig.  24):  To  test  the  effects  of  abla¬ 
tion,  a  Kleenex  tissue  was  soaked  with  water  and  stuck  to  the 
side  of  the  tank.  The  laser  was  fired  and  steam  was  noticed, 
producing  a  .5  v  ,  400  nsec  signal.  The  signal  was  much  less 
reproducible  than  that  of  the  thermoelastic  tests. 

TEFLON  (Figs.  25  to  29).  Figures  25  through  28  show  the 
response  of  four  different  varieties  of  Teflon.  All  are  2  mil 
sheets  and  all  have  a  response  of  3  vp_p  and  800  nsec.  Figure 
29  shows  the  response  of  a  1/16  inch  thick  sample  of  an  unknown 
variety  probably  TFC  due  to  its  off-white  color)  of  Teflon.  It 
too  produces  a  signal  of  about  3  vp_p  but  the  duration  is  slightly 
longer  at  1,000  nsec.  This  test  shows  that  the  added  thickness 
of  Teflon  did  not  attenuate  the  amplitude  of  the  signal. 

MYLAR  (Figs.  30  to  35).  The  figures  show  the  results  of 
testing  on  a  variety  of  Mylar  samples.  The  thicknesses  are  1/2, 

2,  3»  4,  5  and  7  mils  respectively.  They  produce  slightly  more 
output  than  do  the  Teflon  except  for  the  1/2  and  2  mil  ones  where 
it  is  believed  that  much  of  the  IR  energy  goes  through  the  sample 
to  the  water,  exciting  it  rather  than  the  material.  The  thicker 
samples  average  about  4  volts  peak  to  peak  at  around  2.5  MHz. 

It  should  be  noted  that  the  2  and  4  mil  samples  (Figs.  31 
and  33)  survived  only  20  to  30  shots  from  the  laser  before  melt¬ 
ing.  In  order  to  test  these  samples,  1/2  mil  sheet  was  placed 
over  it  and  pressed  firmly.  With  this  in  place,  the  samples  re¬ 
sisted  melting  long  enough  so  that  measurements  were  taken,  some 
sign  of  melting  was  observed,  however,  it  was  much  less  than  it 
was  in  the  initial  case. 
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FIG.  26  2  mil  Teflon  PFA  Sample  on  Tank 
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FIG.  27  2  mil  Tefzel  Sample  on  Tank 
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FIG .  32  3  mil  Mylar  Sample  on  Tank 
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FIG.  34  5  mil  Mylar  Sample  on  Tank 


0  .1  .2  .3  .4  .5  .6  .7  .8 


TIME  (//$) 

FIG.  35  7  mil  Mylar  Sample  on  Tank 
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5.  TESTING,  PHASE  II 

5.1  Introduction 

In  the  second  phase  of  testing  the  goal  was  to  optimize 
the  output.  In  these  tests,  samples  were  clamped  in  an  opening 
made  in  the  plastic  side  of  the  tank  (Pig.  5).  This  was  done 
so  that  the  material  could  couple  directly  onto  the  water  with 
no  loss  in  the  tank  structure. 

It  was  decided  to  continue  the  second  phase  of  testing  us¬ 
ing  two  materials.  Mylar  and  Teflon. 

5.2  Beampatterns 

A  sample  of  2  mil  Teflon  TFE  was  clamped  over  the  opening 
in  the  tank  and  the  tank  was  filled  with  water.  As  a  comparison 
to  the  previous  test,  the  output  with  the  laser  6  inches  away 
with  an  open  aperture  was  recorded.  A  level  of  4.5  v  at  630 
nsec  was  attained.  This  corresponds  to  4.5  bars  peak  pressure 
in  the  tank.  To  determine  whether  ablation  was  contributing  to 
the  total  output,  tape  was  applied  to  the  Teflon  and  the  test  re¬ 
run.  The  output  was  reduced  to  2.5  vp_p  at  the  same  frequency. 
This  showed  two  things:  that  there  is  no  ablation  or  other  per¬ 
manent  physical  changes  occurring  as  a  result  of  the  laser  radia¬ 
tion  and  that  the  tape  does  absorb  some  IR  energy. 

This  test  was  rerun  with  a  3  mil  Mylar  sample.  The  full 
power  laser  beam  also  produced  an  output  of  4.5  volts  peak  to  peak 
at  about  430  nsec,  also  corresponding  to  9  bars  peak  to  peak. 

The  tank  was  then  moved  onto  the  farfield,  about  5  feet  away, 

and  the  laser  aperture  closed  to  TEM  .  The  output  dropped  to 

0  0 

1.0  Vp-p  with  these  changes  for  both  samples.  The  waveforms  with 
the  laser  operating  in  a  single  mode  were  much  more  reproducible 
than  with  the  laser  operating  in  multimodes.  The  1  vp_p  value 
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was  used  as  a  baseline  for  later  focusing  tests.  Next,  the 
beampattern  for  the  Teflon  sample  was  recorded.  This  was  done 
by  aligning  the  transducer  with  the  center  of  the  beam.  Then, 
using  the  micrometer  adjustments  for  lateral  position,  the  re¬ 
sponse  moving  away  from  the  center  was  recorded.  This  was  done 
at  several  distances  from  the  source  and  the  results  appear  in 
Figs.  36  and  37.  The  vertical  beampattern  is  supposed  to 
be  the  same  as  the  horizontal  direction,  due  to  the  symmetri¬ 
cal  nature  of  the  source  and  the  homogeneity  of  the  medium. 
Vertical  direction  beampatterns  could  not  be  measured  as  there 
was  no  fine  vertical  adjustment.  Output  is  also  assumed  to  be 
symmetrical  about  the  center  axis  in  the  horizontal  plane.  The 
beampattern  for  Mylar  was  not  recorded. 

These  beampatterns  are  a  function  of  both  the  sound  beam  and 
the  directionality  of  the  transducer.  An  omnidirectional  sensor 
or  the  ability  to  accurately  rotate  the  sensor  are  needed  to  pro¬ 
duce  the  actual  beampattern. 

5.3  Design  of  a  Zone  Plate 

The  effectiveness  of  a  zone  plate  in  focusing  the  ultra¬ 
sonic  sound  was  Investigated.  A  zone  plate  consists  of  a  series 
of  concentric  rings.  Each  ring  is  at  a  distance  of  one  wavelength 
further  from  the  zone  plate  focus  than  is  the  previous  ring.  The 
radius  of  the  n^*1  ring,  rn>  is  given  by 

r*  «  2n  XF 

where  \  is  the  wavelength  and  F  is  the  focal  length.  This  is 
based  on  the  well  known  theorem  for  the  intersection  of  two  chords 
of  a  circle.  For  the  sound  to  be  focused  at  a  distance  of  30  mm 
in  water,  the  radius  of  each  ring  is  3  mm. 
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FIG.  37  Beampattern  for  2  Mil  Teflon  Sample  in  Window 
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Now  the  only  way  we  can  make  the  zone  plate  is  with  an 
equal  area  of  dark  and  light  rings.  Thus  if  3  Sn  is  the  outer 
radius  of  the  ring  3  /n-1  is  the  inner  radius  of  the  ring. 

Thus  in  order  to  draw  a  zone  plate,  we  draw  a  number  of  con¬ 
centric  rings  with  radii  proportional  to  /n.  We  then  block 
in  every  other  ring. 

To  make  an  off-axis  zone  plate,  a  section  of  the  rings, 
offset  from  their  center,  is  used. 

5.4  Focusing 

The  next  step  in  testing  was  to  determine  whether  the  sound 
field  could  be  focused,  increasing  its  intensity  at  a  given 
point.  This  was  done  with  a  holographic  lens  which  consisted  of 
an  off-axis  zone  plate.  The  zone  plate  was  supplied  by  NADC. 

It  was  generated  by  using  a  computer  to  draw  the  lines  and  from 
this  drawing  a  grating  was  etched  in  molybdenum.  (See  Fig.  38.) 

The  zone  plate  received  from  NADC  had  a  focal  length  of  3 
cm  at  an  angle  of  45°  and  acoustic  frequency  of  10  MHz.  It  was 
taped  to  the. surface  of  the  target  and  the  laser  beam  directed  at 
it.  For  these  tests,  4  different  targets  were  tested.  3  rail  Mylar 
the  2  mil  Teflon  TFE  (cloudy),  and  1/2  mil  Mylar  were  tested 
(expected  to  be  similar  to  the  Teflon).  Also  a  2  mil  sample  of 
Teflon  FEP,  a  clear  Teflon,  was  tested  to  see  if  any  differen¬ 
ces  between  the  cloudy  and  clear  samples  existed. 

With  the  2  mil  Teflon  TFE  sample,  three  beams  were  found. 

The  first,  or  zero  order,  was  very  similar  to  the  unfocused  beam 
(Fig.  39)  that  appeared  directly  on  axis,  and  was  measured  on  a 
line  30  ram  behind  the  target.  The  second  was  located  55°  off 
axis  to  the  focal  side  (Fig.  40)  and  the  third  located  at  about 
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FIG.  38  Effect  of  Diffraction  Grating 
on  Image 
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the  same  place  on  the  side  opposite  to  the  focus  (Fig.  41). 

The  off-axis  beams  are  the  ones  produced  by  diffraction  by  the 
zone  plate.  Instead  of  being  an  N  wave,  as  the  zero  order  is, 
these  diffracted  beams  are  envelopes  of  10  MHz  sine  waves. 

One  of  the  beams  is  presumed  to  be  converging  and  the  other  is 
diverging.  It  is  noted  that  these  signals  are  about  30  dB  less 
than  the  zero  order  beam.  Due  to  the  finite  size  of  the  measur¬ 
ing  transducer  (6  mm  dia.)  and  the  small  beam  diameter  (1  cm) 
the  actual  focus  could  not  be  identified. 

The  3  mil  Mylar  produced  different  results.  The  zero  order 
beam  was  similar  to  the  zero  order  beam  noted  from  the  Teflon, 
(Fig.  42).  The  only  other  beam  noted  was  a  low  level,  poorly 
focused  image  about  45°  off  axis,  on  the  diverging  side  of  the 
zone  plate  (Fig.  43).  It  was  noted  that  the  component  frequency 
is  slightly  higher  than  that  of  the  Teflon  sample. 

The  clear  FEP  sample  produced  beams  almost  exactly  like  the 
cloudy  TFE  sample.  These  are  pictured  in  Figs.  44  through  46. 
There  was  very  little  difference  between  the  cloudy  and  clear 
samples.  Lastly,  the  1/2  mil  Mylar  sample  was  tested.  It  pro¬ 
duced  images  similar  to  and  slightly  greater  in  magnitude  than 
the  Teflon  samples  (see  Fig.  47  through  49).  This  is  consistent 
with  the  thin  Mylar  and  the  Teflon  samples  absorbing  very  little 
of  the  incident  beam  and  the  absorption  occurring  in  the  water. 
It  should  also  be  noted  that  7  mil  Mylar  was  tested  and  pro¬ 
duced  no  diffracted  beam  at  all. 

In  all  of  these  experiments  only  one  diffracted  beam  was 
produced  on  each  side,  even  though  the  excitation  was  a  broad¬ 
band  pulse.  The  exact  reason  for  this  is  not  clear.  For  a 
given  set  of  rings,  the  focal  length  is  inversely  proportional 
to  the  wavelength  of  the  sound  (page  42).  Thus  we  would  expect 
different  focal  lengths  at  different  acoustic  frequencies  if 
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the  target  was  excited  with  a  broadband  impulse.  Further,  be¬ 
cause  we  are  using  an  off-axis  zone  plate,  these  tones  will  be 
at  different  angles.  However,  instead,  what  we  see  is  only  a 
single  monotonic  tone  burst  at  45°.  Further,  the  tone  burst 
is  4  ysec  long,  whereas  the  laser  pulse  is  only  50  nsec  long. 

The  4  ysec  does  correspond  to  the  range  in  transit  times  to  be 
expected  from  across  the  target.  For  example,  if  the  target 
were  illuminated  over  a  10  mm  diameter,  then  the  range  of  ar¬ 
rival  times  is  .01  sin  45°/c  where  c  *  1,500  m/sec,  the  speed 
of  sound  in  water.  This  time  is  4.7  ysec.  Therefore  the  dura¬ 
tion  of  the  tone  burst  is  not  unexpected. 

However,  it  is  still  unexpected  that  the  signal  occurs  at 
only  one  frequency,  10  MHz.  One  suggestion  is  that  there  are 
transverse  flexural  or  Rayleigh  waves  induced  in  the  target 
material.  If  these  waves  have  a  velocity  of  2,000  m/sec  for  a 
frequency  of  10  MHz,  then  there  will  be  coincidence  between  the 
wavenumber  of  these  waves  and  the  sound  waves .  This  wavenumber 
matching  will  greatly  enhance  the  energy  induced  in  the  sound 
field.  Calculations  on  these  waves  have  not  yet  been  performed. 
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FIG.  42  3  mil  Mylar  Target  With  Zone 

PI ate ,  Zero  Order  Beam 


TIME  (ft*) 

FIG.  43  3.  mil  Mylar  Target  With  Zone 
Plate,  45°  Off  Axis,  Opposite 
Focal  Side 
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FIG.  46  2  mil  Teflon  FEP  Target  With  Zone 

Plate,50°  Off  Axis,  Opposite  Side 
to  Focus 


FIG.  47  1/2  mil  Mylar  Target  With 

Zone  Plate,  Zero  Order  Beam 
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FIG.  48  1/2  mil  Mylar  Target  With  Zone  Plate 

50°  Off  Axis,  Focal  Side 
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FIG.  49  1/2  mil  Mylar  Target  With  Zone  Plate 
60°  Off  Axis,  Side  Opposite  Focus 
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5.5  Infra-red  Absorption  by  Teflon  and  Mylar 

The  absorption  of  Teflon  FEP  and  Mylar  samples  were  measured 
Jn  infra-red  spectrometers  and  the  spectra  are  shown  in  Figs.  50 
and  51.  A  50  ym  sample  of  Teflon  FEP  was  tested  in  a  Perkin 
Elmer  137  infra-red  spectrophotometer.  At  a  wavelength  of  10.6 
ym,  the  transmission  was  5^%  giving  an  absorption  length  of  82 
ym. 

The  75  ym  Mylar  sample  was  tested  in  a  Fourier  transform 
infra-red  spectrophotometer.  At  a  wavelength  of  10.6  the  trans¬ 
mission  of  the  sample  was  M 7 %t  giving  an  absorption  length  of 
102  ym. 

Thus  both  of  these  plastics  have  comparable  absorption 
lengths  which  are  both  about  10  times  that  of  water  which  is 
10  ym. 
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6.  SURFACE  DAMAGE 

When  a  laser  pulse  with  a  power  density  of  10 11  watts/m2 
is  fired  at  a  surface,  there  is  a  very  real  question  of  sur¬ 
face  damage.  Indeed  when  the  laser  was  fired  at  an  aluminum 
surface,  even  one  shot  produced  visible  scratching  of  the  sur¬ 
face.  Further,  when  the  laser  was  fired  at  a  glass  surface, 
about  50  shots  produced  severe  crazing  in  the  glass.  However, 
when  the  laser  was  fired  into  most  plastics,  very  little  or  no 
damage  occurred.  This  is  thought  to  be  because  the  absorption 
coefficient  is  much  less  than  for  metals  or  glass  and  hence  the 
absorption  occurs  in  a  much  greater  volume.  This  means  that 
the  maximum  temperature  reached  is  much  lower.  - 


During  both  phases  of  testing,  only  the  Delrin  plastic 
showed  any  surface  damage  when  the  laser  was  fired.  The  Delrin 
produced  a  loud  cracking  noise,  accompanied  by  occasional  flame 
and  surface  damage.  To  determine  the  ablative  effects  on  this 
as  well  as  other  samples,  '’Scotch"  tape  was  placed  over  the 
samples.  The  tape  is  predominantly  polyethylene  which -transmits 
much  of  the  radiation  to  the  sample  and  yet  restricts  the  re¬ 
lease  of  the  ablated  gases.  Thus,  if  ablation  occurs,  the  tape 
should  Increase  the  Intensity  of  the  acoustic  wave  over  the  dura¬ 
tion  of  the  laser  pulse. 

For  the  Delrin  sample,  the  output  Increased  from  .4  volts 
to  2  volts,  confirming  that  significant  ablation  was  occurring 
In  the  material.  When  the  Teflon  sample  was  tested  in  this  man¬ 
ner,  a  decrease  in  signal  was  noted.  This  implies  that  the  main 
mechanism  with  Teflon  is  not  ablative .  It  was  also  noted  that 
the  repeatability  of  the  Delrin  sample  was  very  poor  (see  page 
16). 
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The  2  and  4  mil  Mylar  samples  melted  after  20  to  30  shots. 
The  samples  of  Mylar  supplied  may  have  been  different  grades  of 
Mylar.  Covering  these  samples  with  additional  1/2  mil  layers 
of  a  different  grade  of  Mylar  reduced  the  problem  enough  to 
make  measurements  possible.  No  ablation  was  noted. 

With  Teflon,  the  material  withstood  100  pulses  of  1  joule 
each  over  a  period  of  2  minutes  without  any  damage,  although 
the  material  did  become  quite  hot  to  touch. 
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7.  CONCLUSIONS 

A  laser  can  be  used  to  generate  ultrasonic  pulses  which  are 

at  least  as  intense  as  those  generated  with  a  conventional  piezo- 

ceramic  transducer.  The  waveform  is  typically  an  ’N’  wave,  200 

to  500  nseconds  in  duration  and  the  peak  pressure  is  of  the  order 

of  10  bars.  When  the  laser  was  operated  in  a  single  (TEM  )  mode 

o  o 

the  results  were  extremely  reproducible.  However,  this  was  not 
the  case  when  the  laser  was  operated  in  multi-modes. 

The  most  efficient  materials  for  this  transduction  were  a  wide 
variety  of  plastics,  particularly  Teflon  and  Mylar,  which  had  rela¬ 
tively  weak  absorption  of  the  infrared  radiation.  Metals  and  glass 
were  relatively  ineffective.  Further,  most  of  the  plastics  showed 
no  damage  from  the  laser' pulses ,  whereas  metals  were  schorched  and 
glass  crazed.  This  is  thought  to  be  due  to  the  relatively  large 
depth  over  which  the  energy  is  absorbed  in  the  plastics. 

A  holographic  lens,  or  zone  plate,  was  used  to  generate  a 
diffracted  beam.  The  lens  was  designed  to  give  a  focus  ^5°  off 
axis  at  a  frequency  of  10  MHz  and  this  is  what  was  found.  The 
waveform  was  a  10  MHz  tone  burst  rather  than  an  wave  as  mea¬ 
sured  in  the  zero  order  beam.  Beams  were  found  on  both  sides  of 
the  zone  plate.  No  other  beams  or  any  other  frequencies  were 
found. 

A  theory  of  the  thermoelastic  wave  generation  process  has 
been  presented  and  this  gives  good  agreement  both  qualitatively 
in  terms  of  the  waveform  measured  and  quantitatively  in  terms  of 
the  peak  pressures  and  durations  of  the  waveforms  which  were 
measured. 
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Further  work  needs  to  be  undertaken  on  understanding  the 
mechanisms  in  the  different  plastics.  A  thin,  almost  transparent 
plastic  is  almost  as  effective  as  a  thicker  opaque  sample.  Tech¬ 
niques  for  generating  different  waveforms  using  different  grating 
patterns  should  be  investigated  further. 

So  far  all  measurements  have  concerned  the  generation  of 
ultrasound  in  water.  Further  work  should  be  undertaken  to  study 
the  generation  in  metals.  Since  there  is  a  bigger  impedance  mis¬ 
match  between  plastics  and  water,  plastics  may  not  be  the  optimum 
target  materials.  Further  sheer  waves  can  be  generated  in  metals 
which  they  cannot  in  water,  and  these  may  prove  to  be  much  more 
useful  than  longitudinal  waves. 

Finally,  further  studies  should  be  made  into  coincidence  ef¬ 
fects  between  the  speeds  of  flexural  or  Rayleigh  waves  in  the 
target  materials  and  the  speeds  of  propagating  waves  in  the  test 
material.  Considerable  enhancement  will  occur  if  we  can  make 
use  of  these  coincidence  effects. 
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